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HOUSEWARMING— OCTOBER 24, 1947 

T HE HOUSEWARMING of built from parts made directly from 

the T1PW W patnn Fnmripprinrr. vciw mQforial T'hr’ckO rlonorfmonf c in 


A the new Weston Engineering- 
Administration Building was held 
on October 24, 1947, and was at- 
tended by a large number of guests, 
among whom were many indus- 
trially prominent engineers and 
executives. While actual occupancy 
of the new quarters was early in 
July, the intervening period ap- 
peared necessary to get all of the 
laboratories and facilities into shape. 
Further, such a program inher- 
ently requires a number of displays, 
all of which took a certain amount 
ufUrne qb .the part of our engineers. 


built from parts made directly from 
raw material. Three departments in 
the factory were next visited, the 
large instrument assembly, the 
screw machine department, and a 
small parts department where ther- 
moelements and Weston Y-bearings 
are made, along with the printing 
of scales. Returning to the Engi- 
neering Building, the various labora- 
tories were visited and in each an 
engineer spent from five to six 
minutes discussing some particular 
phase of his development work. 

The entire trip required two 
hours and groups were started 
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The new Engineering-Administration Building. 


Our guests were welcomed in the 
lobby by Mr. E. F. Weston, Past 
President and Board Chairman; 
Mr. Caxton Brown, Past President 
and Chairman of the Executive 
Committee; and Mr. E. R. Mellen, 
President, assisted by other officers. 

The visitors were first conducted 
through our Model Shop, where ex- 
perimental parts, devices and, in- 
deed, complete instruments are 


through at scheduled times from 
9:30 a.m. until late in the after- 
noon. 

A buffet luncheon was served in 
the executive area from 12 to 2 
p.m. and at the conclusion of the 
tour and luncheon, or the reverse 
for those coming in late, an exhibit 
of the Company’s products was 
looked over. As our guests left the 
building they were presented with 
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one of our new pocket thermometers ; 
the smallest bimetallic thermometer 
manufactured commercially. The 
head is approximately one inch in 
diameter and the thermometer was 
equipped with a clip and holder for 
carrying on the person. 

One of the high spots of the 
guided tour was the Thermometry 
Laboratory with various tempera- 
ture-controlled baths, held to a high 
degree of precision, in which ther- 
mometers could be checked. Baths 
were shown, among others, held to 
—100 F, 212 F, and 1,000 F, the 
latter being of a special salt which, 
while looking quite innocuous, 
would ignite a wood splinter or a 
piece of paper immersed in it. 

In the Screw Machine Depart- 
ment an enlarged pivot base made 
to a scale of 50 to 1 was shown to 
give an idea of the detail machining 
on the tiny pivot bases, samples of 


Demonstrating a bank 
of similar instruments 
with widely varying 
ballistic characteristics. 


was depressed. The fastest instru- 
ments were literally faster than the 
human eye and actually only suit- 
able for photographic recording. 
The slowest instrument would 
hardly respond to pulses made by 


turn of the century was also shown. 

In the photometric area a most 
complete display was made of 
exposure meters, there being some- 
thing over 100 varieties of domestic 
and foreign manufacture, all dif- 
ferent, and all fundamentally stem- 
ming from the invention of Mr. 
W. N. Goodwin of this Corporation 
and functioning through the use of 
the barrier layer photoelectric cell 
developed by our engineers in 1929 
and 1930. 

Also in the photometric area was 
a densitometer for photographic 
use, along with an example of a 
color separation print showing the 
use of complete instrumentation in 
this photographic process. 

There were displays of manganin, 
of standard cells, of the basic tube 
tester, of aircraft instruments, of 
tachometer generators, and of re- 
sistor bulbs. 

The Research Division showed 
circuit studies leading to certain of 
the newer applications and we still 
have mentioned only a part of what 
was shown. It is unfortunate that 
more time could not have been 
spent and it was with the greatest 
reluctance that the tour was held 
down to the necessary two-hour 
limit imposed by the sheer capacity 
of the space available. 

To those who did not take the 
tour we wish to say come and see us, 
as we are certain that whatever 
your interest may be in the field of 
measurement, there is some phase 
of our activities which we believe 
will be helpful. 

E. N.— No. 39 — J. H. Miller 


'ANDAf® TEMPt SATIRE BATHS 


In the temperature lab- 
oratory — a group of 
baths maintained at 
various temperatures 
for experimental ther- 
mometer testing. 


tapping the key at only a moderate 
rate. 

The original Riefier clock used by 
Dr. Weston in his original frequency 
meter standardization was set up 
and running. With it were displayed 
some other historical items, such 
as the standard meter bars from 
Switzerland with their certificates 
from the Bureau International Des 
Poids Et Mesures. An original 
Kelvin balance, one of a set ob- 
tained in the late 80’s, was ex- 
hibited and is in full working order. 
Quite a variety of Wheatstone 
Bridges, potentiometers and cali- 
brating devices as made for the 
Bureau of Standards around the 


which were given out. Some of our 
guests were quite intrigued over the 
possibility of placing the small 
hexagon nut on the pivot base, the 
nut being machined from 3/64 inch 
hex brass stock with a 0.030 inch. 
— 200 thread. 

In the Commercial Engineering 
Group a panel was shown with 25 
different Model 801 instruments to 
illustrate the breadth of ballistic 
characteristics possible. With nat- 
ural periods varying from of a 
second to 1.5 seconds, and damped 
various degrees from almost totally 
undamped to an overdamped con- 
dition, the response varied rather 
enormously when a telegraph key 
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THERMAL PROBLEMS RELATING TO 
MEASURING AND CONTROL DEVICES 


Mr. W. N. Goodwin, Jr., who has been successively Chief Engineer and, Engineering 
Vice-President of the Weston Corporation before his recent retirement, is well known for his 
contributions to the electrical industry in the 'measurement field. 

The series of articles on thermal problems in measuring and control devices, the first of 
which appears in this issue, are the result of many years of study of the subject, by Mr. Goodwin, 
who gives his own introduction below. 

The Editor. 


1. Introduction 

T HIS initiates a series of 
articles on the general sub- 
ject of thermal problems en- 
countered in the design and use of 
measuring and control devices. 
These are developed from the 
author’s notes on the subjects, re- 
sulting from many years’ experience 
as an instrument engineer. The 
principal questions considered will 
be rates of heating and cooling, time 
constants, response time, and tem- 
perature lag of various types of 
apparatus, with especial reference 
to these effects upon accuracy and 
the safety of the devices. 

This article will consider the 
simplest form of heating and cool- 
ing, namely, that of a simple body 
following Newton’s law of cooling. 
Some of the fundamental problems 
given in this initial article are al- 
ready known and may be found 
scattered in the literature, but they 
are given here for completeness and 
as a basis for original work by the 
author included in this and suc- 
ceeding articles. 

2. Heating and Cooling of a Simple 
Body immersed in a Medium Be- 
tween Which and the Body, Heat Is 
Exchanged at a Rate Directly Pro- 
portional to the Difference in Tem- 
perature 

' A “simple body’’ is here de- 
fined as one which has such a high 
thermal conductance relative to its 
surface contact conductance to the 
surrounding medium that the tem- 
perature throughout its mass is 
essentially uniform at all times and 
equal to the surface temperature. 

Examples of such bodies are: 
Sheets and tubes of metals or other 
materials, instrument cases, re- 
sistor sheets, long bus bars, and 
some forms of thermometers. Simple 


bodies would also include, in prac- 
tice, relatively large masses of 
metal in air or other gases, which 
have high thermal conductivities. 

Three conditions of heating and 
cooling will be considered, assuming 
a linear convection law. 

2 a. Temperature of a simple body 
immersed in a constant temperature 
cooling medium, at any time, when 
heated at a constant rate. If the 
initial temperature is the same as 
that of the medium d a , then at any 
time t. after the initial application of 
the heat, the temperature increase 
above that of the medium, when 
heat is applied at a rate W watts, 
as will be proved later, is 


where h = is defined as the time 
constant in seconds, as it is the 
time required to make the exponent 
of e equal to —1. 


M = Mass of body; grams. 
s = Heat capacity per gram; 
joules per gram per 1 deg. C. 

W = Rate at which heat is applied 
to mass M ; watts. 
h = Rate at which heat is ex- 
changed between the me- 
dium and the mass M per 
degree difference in tem- 
perature; watts per 1 deg. C. 

From Equation (1) by making t 
infinity, the final temperature in- 
crease becomes, 



Therefore Equation (1) can be 
written 



which gives the ratio of the tem- 
perature increase 6 at any time t 
after heating starts, to the final or 
maximum temperature change dm. 

This equation is shown graphi- 
cally as the ascending curve in 


Figure I —General heat- 
ing and cooling curves 
for a simple body, in 
which time is given in 
terms of the time con- 
stant t 0 * 
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Figure 1 in which the co-ordinates 
are 0/0 and t/t 0 . As these are 
dimensionless, the curve can be 
used in general for any problem in 
this class, since the time constant 
to may have any value. For example, 
the curve shows that the tempera- 
ture of any simple body heated at a 
constant rate in a constant tem- 
perature medium will have changed 
say 90 per cent of its final change in 
a time equal to 2.30 times its time 
constant for that medium. 

Equations (1) and (2) are de- 
rived as follows: The heat added 
in time dt is Wdt. The heat absorbed 
by body in dt during which time 
the temperature changes dd is 

Ms(yyjdt. The heat dissipated to 
the medium in dt is hddt. Then, 
since the heat added must equal the 
heat absorbed plus that dissipated 
to the medium, during the same 
time, 

Wdt —hddt+Ms(~\dt 


or 


W = he+Ms- (3) 

dt 

which when integrated becomes 
ht 

— = —log CW — hd) -j -C 
Ms 

Now when t- 0, 0 = 0, since it was 
assumed that initially the body 
has the same temperature as that 
of the medium. From this condition, 
the constant C can be determined 
and we have 



or 



Now the final temperature increase 

yy ]\$ S 

6,„=-y, and since y has the di- 
mensions of time, let us designate it 

Ms 

as the time constant, t-. - j. and 
we have 



which proves Equations (1) and (2). 
2b. Cooling of a simple body sud- 
denly immersed in a medium at a 
constant temperature lower than that 
of the body, when no heat is supplied. 
In this case the ratio of the tem- 
perature difference 6 between the 
body and the medium at any time t, 
to the initial temperature difference 


6m is, as will be proved later, 


which shows that the cooling curve 
has the same form as the heating 
curve but is reversed. This curve is 
shown in Figure 1 as the descending 
curve which is also of universal ap- 
plication in this class of problems. 

The proof of this equation fol- 
lows: In this case the heat removed 
from the body comes from the heat 
stored in it as its temperature is 
reduced. The rate of heat dissipated 
to the medium is hd. The rate of 
heat lost by the material resulting 
from a drop dd in temperature of 

the body is —Ms then 


lw = 


de 

■Ms — 
dt 


which when integrated yields 
Ms , 

/= --- log e+C 
n 


When t = 0, the initial temperature 
of the body above that of the 
medium is 0 = 0 m from which C can 
be determined. Then, 



ht t 



e m 


(7) 


which proves Equation (6). 

2 c. Heating of a simple body when 
suddenly immersed in a medium 
having a higher temperature than that 
of the body when no heat is supplied. 
Let the temperature of the medium 
be dm higher than that of the body 
when it is suddenly plunged into 
the medium, and let 6 be the tem- 
perature increase of the body at any 
time t, thereafter. 

The heat added to the body from, 
the medium in the time dt is 
h(dm—6)dt. The heat absorbed by 
the material in the body by a 
change in temperature dd in time 

dt is Ms(yy^dt. Then since these 
are equal 


h(6 m ~e) = Ms 


dd 

dt 


which when integrated gives 
Ms , 

t = log (6 m -8) +C 

h 


But when t = 0, 0 = 0, from which C 
may be found. Then, 



, si 

which is shown in Figure 1 as the 
ascending curve, and is the same 
as found for the problem where heat 
is added, namely, Equation (5). 


3. Rapid Experimental Determina- 
tion of Final Temperature Change 

To determine experimentally the 
final change in temperature of a 
simple body heated at a constant 
rate, subject to the linear law of 
cooling, in a constant temperature 
medium, without waiting until the 
temperature becomes constant, the 
following procedure may be fol- 
lowed. Observe the temperature in- 
crease 0 b after any elapsed time t h 
and then again after double this 
time, 2/i, observe the temperature 
increase 0 2 . Then for the heating 
condition, the maximum final 
change in temperature, if heating 
continued, would be, as will be 
proved later, 

0d 0i 

•lu x -n, 2 — - (9) 

0, 

In the case of cooling, the initial 
temperature elevation dm of the 
body above the temperature of the 
medium if not known may be de- 
termined in a similar manner by 
observing the elevation in tem- 
perature 0i above that of the me- 
dium at any time f, after cooling 
starts, and again observe the ele- 
vation 0, at double the time, 2 
Then the initial temperature ele- 
vation was 


0r 

9 ,„= — 

0 2 ( 10 ) 

Example: 

Assume that one wishes to make 
a preliminary measurement of the 
maximum temperature reached in a 
device which is a simple body or 
can be considered so approximately, 
for a certain heating rate. Let the 
temperature increase in 8 minutes 
be 49.6 deg. C., and in 16 minutes, 
71.8 deg. C. 

Then, if the heating continued, 
the maximum increase in tempera- 
ture would be, from Equation 9 
0, 49.6 

0,„ = = = 91.5 deg. C. 

0, 71.8 

2 2 

0 1 49.6 


For this measurement, it is neces- 
sary, of course, that the thermom- 
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eters used have a negligible lag, or a 
known one. For rapidly changing 
temperatures it is often necessary 
to employ thermocouple thermom- 
eters having small couple junctions. 

Proof of Equation (9) for Heat- 
ing. From Equation (5), the tem- 
perature increase dt at time t, is 


Then, 

and 

Therefore, 
from which 


-G-v) 

, the ten 
Vi-* ( o/ 


and at time 2 t, h the temperature 
increase is 


6 “ = 1 - 


e = | i 


1 

! ^ 

i " 

“"v 

CD 

1 



*»*-*L— *_ 

0, 

20i ~0 2 2 

0i 

which is Equation (9). 

Proof of Equation (10) for Cool- 
ing. Tn a similar manner to the heat- 
ing problem, Equation (6) yields 

_ 1 1 

6 l =9 m t 

and 


2ti 

02 = »,,« io 

from which 



which is Equation (10). 


4. Properties of the Time Constant 

The time constant of a simple 
body has been defined as the 
time t. = t 0 which makes the expo- 
nent of e in the heating and cooling 
equations equal to -1. The time 
constant thus defined has several 
interesting and useful properties. 
These are as follows: 

4a. If the initial rate of increase in 
temperature of a simple body were 
maintained constant, then the maxi- 
mum temperature normally at- 
tained exponentially would be 
reached in a time equal to the time 
constant. This is shown in figure 1 
as the line a b which is tangent to 
the heating curve at zero time and 
temperature, and therefore cor- 
responds to the initial rate. It will 
be noted that it reaches the maxi- 


mum temperature at t t 0 = 1. This 
is proved as follows: The rate of 
increase in temperature at any 
time is found by differentiating 
Equation (5) from which the rate is 

d(e/e m ) -A 

— = e 

d(t/t o) (11) 

The rate of increase in temperature 
at t = 0 then is 

d(e/e m ) i _ e -0_ 
d{tJto) _!/ = 0 ~ 
from which 

de ~ | 0,„ 

dt J/ = 0 ~ 17 

If this rate could be maintained con- 
stant, then the increase in tem- 
perature in a time equal to the time 
constant t 0 would be the rate multi- 
plied by the time or, 

0m 

-rX«o = 0m 
to 

Ah. The same result as given in 
4 a. when starting from zero follows 
when starting from any part of the 
heating or cooling curve, namely, 
the time required to reach the maxi- 
mum temperature from any part 
of the curve, if the rate at that part 
remained constant, is equal to the 
time constant t 0 . This is illustrated 
as the line a, b v in Figure 1, and is 
true for any part of the curve. 
This is shown as follows: From 
Equation (11), the rate of increase 
in temperature at any elevation in 
temperature 6 is 

dd 0 m 

__ g *0 

dt to (12) 

The additional change in tempera- 
ture above 6 to reach the final tem- 
perature change dm is dm— 9. Then 
from Equation (5) 



and the additional time to change 
from d to dm, if the rate of change at 
temperature d remained constant, 
is the change given in (13) divided 
by the rate given in (12), that is 


0», e k 



to 


which proves the general statement. 
4 c. The time constant t 0 of a 
simple body is equal to the time 
required for the temperature change 
to reach 63.2 per cent of its final 
change from the initial value. This 
is the popular conception of a time 


constant, but as referred to later in 
detail, it should not be confused 
with the time constants in heat 
problems of more complicated 
bodies, or with those in most elec- 
trical and mechanical problems. 
This is derived as follows: from. 
Equation (5) 



which when t = t„, becomes 

0 

— = (1 — e ') =0.632 or 63.2 per cent. 

5. Time Constants in General 

The time constant defined as 
that time required for change of 
63.2 per cent of the final change in 
some magnitude is frequently but 
erroneously applied indiscriminately 
to all kinds of thermal, electrical 
and mechanical devices. The time 
constant so defined applies solely to 
changes which follow the simple 
exponential law. It applies, as de- 
rived in this article, to the heating 
and cooling of a simple body under 
linear cooling laws. It applies to 
electrical circuits containing re- 
sistance and capacitance only, and 
also to those containing resistance 
and self inductance only, in which 
the time constants are RC and L/R 
respectively. 

The simple time constant also 
applies to mechanical devices hav- 
ing spring compliance and damping 
with no inertia or in which the 
inertia effect is negligible relative to 
the damping effects. In this case the 
time constant is 6/S where G is the 
damping coefficient, and S the 
spring stiffness. 

In other more complicated ther- 
mal, electrical or mechanical de- 
vices, no one definite theoretical 
time constant exists. In some cases 
there are quantities of which there 
are often an infinite number de- 
rived in a similar manner to that for 
the simple exponential condition, 
one of which may predominate and 
might be defined as a time constant. 
The author has actually used such 
quantities as time constants in 
some thermal and mechanical in- 
vestigations as will appear in later 
articles. 

6. Thermometer Time Constants 

The so-called chemical thermom- 
eters of the mercury-in-glass type. 
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and the bimetal types in a protect- 
ing case are not actually simple 
bodies as their active elements are 
not in direct contact with the me- 
dium. 1 However, as a rough approxi- 
mation the better forms of these 
types may be assumed to follow the 
laws of the simple body. This is 
illustrated in Figure 2, in which the 
heavy lines are cooling curves of a 
mercury-in-glass chemical ther- 
mometer, and a Weston bimetal 
thermometer, experimentally de- 
termined in still air. 

The light lines are the theoretical 
exponential cooling curves of true 
simple bodies derived from Equa- 
tion (2), which have time con- 
stants equal to the time required 
for the corresponding thermometers 
to reach 63.2 per cent of their final 
change in temperature, as shown in 
the curves. It will be noted that the 
theoretical and experimental curves 
follow closely during cooling to 30 
per cent, that is through 70 per cent 
of the maximum change, whereas 
in cooling to 1 per cent, that is 
through 99 per cent of the maxi- 
mum change, the mercury and bi- 
metal thermometers require 37.4 
per cent, and 17 per cent more time 
respectively than would true simple 


bodies having the same assumed 
time constants. 

It will be noted that the equiva- 
lent time constant of the mercury- 
in-glass thermometer, which is a 
good quality chemical thermometer, 
is 160 seconds in still air and that 
of the corresponding quality and 
range of bimetal thermometer, 102 
seconds. In water these two time 
constants are 3 and 4 seconds re- 
spectively. 

7. Computation of Time Constants 

In Equation (1) the time con- 
ill's 

stant was defined as t 0 = from 
this we can compute the time con- 
stant of a simple body if its mass M, 
heat capacity per gram s, and con- 
vection coefficient hare known. The 
values of the heat capacity per 
gram, for various materials can be 
found in published tables. Most 
tables give the values of specific 
heats. These are numerically equal 
to the heat capacity per gram in 
calories. In this paper all values of 
heat quantity are in joules (watt 
sec.) and rates of heating or cooling 
in watts. The latter values may be 
obtained by multiplying the values 
in calories or calories per second by 
4.186. 



Figure 2— -Cooling 
curves in still ah', for a 
mercury-in-glass chem- 
ical thermometer, and 
for a Weston Labo- 
ratory Type Bimetal 
Thermometer, both hav- 
ing the scale range, 
-10 to HOC, 


Values of the convection coeffi- 
cient h depend somewhat upon the 
shape and size of the object and its 
orientation with respect to the 
direction of the natural convection 
currents. For surfaces mounted 
vertically, having a height up to 
about 0.5 inch, the value of h per 
square inch per 1 deg. C. is 0.0116 
watt for still air, and for vertical 
heights up to 2.5 inches and higher, 
h per square inch per 1 deg. C. is 
0.0071 watt. 

Example: 

Let us compute the time con- 
stant t 0 of a brass metal tube 
mounted vertically, on which is to 
be wound a standard resistor. Let 
its height be 2 inches, and the 
diameter 1 inch, and its wall thick- 
ness 0.030 inch. Let us assume that 
the mass of the resistor wire and 
insulation is negligible. 

The heat capacity of brass from 
tables is 0.0917 calory per gram, 
that is, 

0.0917X4.186=0.384 joule per gm. 
per deg. C. 

The mass of the tube M = Volume X 
Density. The Volume is 
V =2XitX1X0.030X(2.64) 3 =3.1 c,u. cm., 
and the density of brass is 8.7, then, 
M =3.1X8.7=27 grams. 
h — area of surface X coefficient per 
unit area. 

The entire surface area is 

(2XxX 1)X2 = 12.6 sq, inches 
Then, 

h = 12.6 X0.0071 =0.0895 watt per l°C. 
Then the time constant is 


Ms 27X0.384 


h 


0.0895 


•116 seconds 


From this value of the time con- 
stant, one then can readily deter- 
mine, by means of the equations and 
curves given above, the response 
time and lag of temperature with 
time, and their effects upon the 
resistance of the wire on the tube. 


Reference: 

i- RESPONSE TIME AND LAG OP 
A THERMOMETER ELEMENT 
MOUNTED IN A PROTECTING 
CASE — W. N. Goodwin, Jr. — Trans. 
A.I.E.E . — Vol. 64, Page 665, 1945. 

E. N. — No. 40 — W. N. Goodwin, Jr. 


Note: Subsequent articles on this subject 
will refer to material in this issue. It is 
advisable, therefore, to retain all copies to 
preserve continuity . — Editor. 









WESTON ENGINEERING NOTES 


© 

THE WESTON ELECTRONIC ANALYZER 




I N A circuit where potential is 
to be measured, the change in 
potential due to voltmeter loading 
is a direct function of the circuit 
impedance and an inverse function 
of the voltmeter sensitivity in 
terms of impedance. Since high-re- 
sistance or high-impedance circuits 
are encountered in almost every 
phase of the electrical industry, 
particularly in the electronic field, 
considerable thought must be given 
to voltmeter power consumption 
when attempting to measure poten- 
tials in such circuits. 



and radio frequency potentials 
through the VHF region can be 
measured on any one of four ranges 
using the small diode probe. Six 
d-c “electronic” ranges and the 
three highest ohmmeter ranges also 
operate through the amplifier and 
meter. Since power is required to 
energize the amplifier section, the 
Model 769 must be connected to a 
50-60 cycle, 120-volt power line to 
make use of these functions. Port- 
able instruments, however, are often 
needed for trouble shooting in loca- 
tions where power is not available. 
Under such conditions, the 100- 
microampere meter is used directly 
for six d-c voltage ranges at 10,000 
ohms-per-volt sensitivity, six a-c 
voltage ranges at 1,000 ohms-per- 
volt sensitivity, six d-c current 
ranges and three ohmmeter ranges. 
Self-contained batteries supply en- 
ergy for the ohmmeter. A tem- 
perature-compensated copper oxide 
rectifier (WESTON ENGINEERING 
NOTES, Vol. 2, No. 1) is used for 
the 1,000 ohms-per-volt a-c voltage 

DC PROBE 


I 

Figure 1 -The Weston Mode! 769 Electronic 
Analyzer. 

The new Weston Model 769 
Electronic Analyzer, Figure 1, uses 
a balanced d-c amplifier of novel 
design as a no-load coupling me- 
dium between the high resistance 
input voltage divider and the 100 
microampere d-c meter to provide 
an effective sensitivity of 5 meg- 
ohms-per-volt as compared with 
conventional instruments of 1,000 
or 20,000 ohms-per-volt sensitivity; 
a power gain ratio of 5,000 to 1 and 
250 to 1 respectively. The power 
gain over conventional multi-range 
voltmeters of fixed ohm-per-volt 
sensitivity is maximum on the low- 
est range, but, in general, the lower 
order of potentials is involved in 
exceptionally high-resistance net- 
works and maximum sensitivity is 
desirable in the lower ranges. 

The Model 769 is actually a 
vacuum-tube voltmeter for a-c and 
d-c potential measurements, an 
electronic ohmmeter and an ana- 
lyzer all in one. Power line, audio, 



Figure 2- High-Resistance Voltage Divider Net- 
work, illustrating alternate use of panel termi- 
nals or d-c probe. 


ranges. Thus, an operator using this 
instrument has available a multi- 
range a-c and d-c voltmeter, a d-c 
milliammeter and an ohmmeter 
without requiring connection to a 
pow r er line. 


Referring to Figure 2, two d-c 
input terminals are provided for 
use with conventional test leads. 
A third terminal is used with a d-c 
probe or isolation lead to limit 
capacitive loading of high imped- 
ance or resonant circuits when 
measuring d-c potentials directly at 
the coil or condenser terminals. This 
lead contains a 3-megohm resistor 
in the probe handle mounted as 
close as possible to the tip, and is 
supplied with a connector plug 
which will only fit the special d-c* 
probe pin jack. The d-c input is 
blocked against a-c potential by the 
use of divider and amplifier by-pass 
condensers. The R-C filter thus 
provided attenuates any a-c com- 
ponent which might be present in 
the d-c potential applied to the test 
leads, to a level below meter indi- 
cation. 

A meter-reversing position is in- 
cluded on the “Functional” switch 
to provide means for reading poten- 
tials either positive or negative to 
chassis or ground reference poten- 
tial. This is an important feature in 
view of the fact that, in most equip- 
ments where cathode-ray tubes are 
used, many or all voltages are nega- 
tive to chassis or ground potential. 
With the “Functional” switch in 
the “DC Reverse” position, the 
Electronic Analyzer may be main- 
tained at chassis potential by con- 
necting the ground lead to the 
chassis and using the d-c probe for 
connection to the “hot” terminals 
in the device under test. 

In the measurement of a-c poten- 
tial across high-impedance compo- 
nents and resonant circuits, power 
consumption is again a factor to be 
kept at a minimum, but here all 



Figure 3— The body length of the a-c probe 
measures three inches— the diameter is five- 
eighths of an inch. 
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components of impedance are in- 
volved — resistance, capacitance and 
inductance. The design of a con- 
necting device usable over a broad 
frequency range involves a study 
to approach an optimum probe 
design with minimum shunt capaci- 
tance, minimum series inductance 
and maximum shunting resistance. 
These factors must be balanced 
against the practical phases such as 
convenience of use, size, insulation, 
etc. Bulky probe designs are not 



Figure 4— Diagram showing the a-c input and 
internal probe connections. 

usable on many HF and VHF de- 
vices where, of necessity, compo- 
nents are mounted close together to 
minimize lead inductance. The a-c 
probe designed for use with this in- 
strument is shown in Figure 3. 
A sub-miniature vacuum tube is 
mounted in the probe head assem- 
bly, and is energized through the 
cable and a six-prong panel con- 
nector. The assembly is thus de- 
tachable from the analyzer panel, 
but is always available for use. It is 
supplied as a part of this model and 
is regularly stored in the lead com- 
partment. 

To provide coverage from 50 
cycles to 300 megacycles, a combi- 
nation probe involving an adapter 
or low frequency extension for the 
lower audio and power line fre- 
quencies is necessary. This evolves 
from the fact that an a-c probe must 
be blocked against d-c potential to 
avoid continuous diode conduction 
and d-c amplifier influence. This 


necessitates the use of a blocking 
condenser in the probe tip. The con- 
denser is charged every half cycle 
by the recurrent positive peak ex- 
cursions of the applied a-c potential, 
where the diode rectifier is conduct- 
ing, and discharges at a slower rate 
through the high-resistance input 
voltage divider. See Figure 4. As 
the time interval between recurrent 
peaks becomes larger or in other 
words the frequency of applied volt- 
age is decreased, the average values 
of the developed d-c potential also 
decrease. Satisfactory response in 
the power frequency range requires 
a comparatively large blocking con- 
denser. The physical size of such a 
condenser adds appreciable induct- 
ance at the probe tip, with a result- 
ant lowered resonant frequency and 
increased probe loading in the high- 
frequency and VHF ranges. To 
avoid a restriction in frequency 
coverage, a small blocking con- 
denser is used in the probe proper, 
with a larger unit mounted in 
an extension tip. This and the 
ground lead are removable for high- 
frequency measurements. For 
readings in the VHF regions, 
probe loading of the circuit under 
test can be further reduced by re- 
moving the small tip. One page of 
the instruction book for the Model 


769 is reproduced here to illustrate 
the flexibility of this combination 
unit. See Figure 5. 

To limit body capacity effects 
where the operator’s hand may be 
too close to the probe tip or a 
resonant circuit in contact with the 
tip, a hand-limit line is engraved on 
each probe. 

When the a-c probe is used, the 
device is responsive to the peak 
value of the applied potential. The 
scale is calibrated in terms of rms 
volts and, therefore, reads rms or 
effective values on any sine wave 
source. Where appreciable harmonic 
amplitudes are present in the source, 
or where complex wave forms are 
involved, the instrument will read 
.707 times the peak value of the 
applied potential. Since the pres- 
ence of harmonics can affect the 
peak value of any wave, appreci- 
able errors may be noted. If the 
crest factor or ratio of peak to 
rms is known, a correction can be 
applied to the instrument reading. 
In general, the error will be less 
than one-half the sum total of the 
harmonic content in per cent when 
measuring distorted sine wave volt- 
ages. 

With pulse modulation, the in- 
vestigator is usually interested in 
reading peak voltage, and in such 


Audio and Supersonic Frequencies {Minimum 50 cycles — Maximum 200 kilocycles) 


To point of measurement. 

Probe Extension. 







Keep hand back ot this line. 

*» Connect Ground Clip to chassis. 




Frequencies Up to 20 Megacycles (Minimum 1,000 cycles— Maximum 20 megacycles) 


r 


To point of measurement. 






Keep hand back of this line. 
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GROUND I 

“1 

AC PROBI J 



Ground Clip may be used for convenience 
up to 20 megacycles. At higher frequencies 
remove clip and ground probe directly to 
chassis as illustrated below. 

Frequencies Above 20 Megacycles (Minimum 1,000 cycles— Maximum 300 megacycles) 

1 Keep hand back of this line. 


/T 


Remove Tip for low loading 
at frequencies near and above 
100 megacycles. 




T 


Ground to low potential side of circuit as 
close to point of measurement as possible. 


Figure 5— Illustration showing correct probe connections for measurements in various sections of 

the frequency spectrum. 
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cases the instrument readings should 
be multiplied by 1.414. If the duty 
cycle is very short, as applied to 
radar modulation, the duration of 
the peaks becomes so short with re- 
spect to the fundamental pulsing 
frequency that the probe input 
condenser discharges appreciably 
between peaks. This results in a 
low reading, with the error increas- 
ing as the duty cycle becomes 
smaller. 

The use of a thermionic rectifier 
in the a-c probe introduces an 
unavoidable diode curvature pre- 
dominant on the lowest or 3-volt 
range. A separate non-linear arc is, 
therefore, required on the instru- 
ment scale for accurate tracking. 
A linear relationship between ap- 
plied a-c potential and developed 
d-c output is rapidly approached at 
higher input levels, and by the in- 
clusion of compensating resistors, 
the ranges above 3 volts are made to 
track correctly on a linear scale arc. 
Since the 100-microampere instru- 
ment also functions as an a-c volt- 
meter in conjunction with a copper- 
oxide rectifier, a non-linear scale 
distribution is necessary for the 
1,000 ohms-per-volt ranges. To 
limit the number of scale arcs, the 
copper-oxide rectifier network is 
designed to follow the thermionic 
rectifier probe response on the 3- 
volt range. Thus only 3 scale arcs 


OHMS 



Figure 6— Representative scale distribution. 


are required for all functions and 
ranges. See Figure 6. The “B” arc 
printed in red is used for all 1,000 
ohms-per-volt a-c voltage readings 
and the lowest a-c probe range; all 
d-c functions and the higher a-c 
probe ranges operate in conjunction 
with the “A” scale. 

The ohmmeter function is gen- 
erally conventional with energy 
supplied by the two internal uni- 
cells. For resistance readings from 
0 to 200,000 ohms, the R, R x 10, 
and R x 100 ranges are used directly 
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with the 100 microampere meter. 
For higher readings up to 2,000 
megohms, the amplifier section is 
switched into the circuit between 
the input resistance network and 
the meter. Readings from 5,000 
ohms to 2,000 megohms are read- 
able on the R x 1,000, R x 10,000, 
and “Megohms” switch positions. 

Amplifier Section 

The amplifier is a compound 
feedback circuit combining regener- 
ation and degeneration to obtain 
over-all stability. Whenever gain 
stability is desired, it is general prac- 
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Figure 7 — Regenerative feedback to screen grids 
to obtain increased amplification. 

tice to employ an amplifier having 
a gain much larger than the final 
gain desired and degenerating the 
excess amplification by reverse feed- 
back. In theory, the higher the 
gain inherent in the amplifier and 
the greater the degeneration, the 
better the over-all stability will be 
in the face of changing tube charac- 
teristics and energizing potentials. 

The condition of high gain 
through regeneration and complete 
degeneration through conductive 
coupling is achieved in a four-tube 
amplifier. This follows the funda- 
mental circuit as described by R. W. 
Gilbert in Electronics Magazine, 
March, 1947, and is the first com- 
mercial application of the “voltage 
input with voltage output” combi- 
nation outlined therein. Referring 
to Figure 7, two voltage amplifier 
pentodes are used in a balanced 
circuit with the screen grid of each 
tube connected to the plate of the 
opposite tube to obtain regeneration 
in a manner similar to the action of 
a multivibrator. By this method a 
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gain ratio for greater than the 
normal gain of the amplifier tube 
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Figure 8 — The practical circuit incorporates iso- 
lation tubes and gas tubes in place of batteries 
for maintaining proper biases. 


proper can be realized. Degenera- 
tion is obtained by conductively 
coupling the plate of each tube to 
its control grid through coupling 
batteries. In the circuit of Figure 8 
the batteries have been replaced 
by cold cathode gas regulator tubes. 
To avoid loading of the pentode- 
tube plate circuits with the gas-tube 
regulating current and the output 
load, a pair of buffer tubes is used. 
Without these decoupling tubes, 
the degree of regeneration attain- 
able would be limited considerably 
by the loading of the pentodes. 

The voltage appearing across the 
output voltmeter has a polarity 
opposite to that of the applied input 
voltage. As the tube gain is in- 
creased by regeneration, the dif- 
ference in magnitude between input 
and output voltage becomes smaller 
until the two are equal. This is the 
point of unity gain and maximum 
stability where tube coefficients and 
energizing potentials have a mini- 
mum effect on the over-all input- 
output relationship. 

In production, the amplifier chas- 
sis is assembled, wired and tested 
for unity gain, stability with line 
voltage variation, input grid cur- 
rent, balance, and variation in gain 
with tube changes before it is 
mounted on the instrument panel. 
Two type 6S.J7 tubes are used with 
a type 6SL7, a 6x5 rectifier and 
two type 991 gas-regulator tubes. 
The two separate triode sections of 
the 6SL7 act as the buffers shown 
in the diagram. 

The complete range complement 
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of the Model 769 is listed as follows: 


POWER REQUIRED 


A-C 

Probe, 

Volts 

D-C 

Electronic, 

Volts 

Resistance, 

Megohms 

3 

3 

0 to 2 

12 

12 

0 to 20 

.30 

30 

0 to 2000 

120 

120 



300 



1200 



NO POWER REQUIRED 


A-C 

D-C 

D-C 

1000 

10,000 

o.p.v., 

Volts 

o.p.v., 

Current, 

Resistance, 

Volts 

Ma. 

Ohms 

3 

3 

0.3 

0-2,000 

12 

12 

1.2 

0-20,000 

30 

30 

6.0 

0-200,000 

120 

120 

30.0 


300 

300 

120.0 


1200 

1200 

600.0 



The Model 769 consists of a 
heavy gauge drawn aluminum 
panel on which all components are 
mounted. It is line insulated on all 
functions where power is required 
and doubly fused in the power cord 
plug. A-c and d-c probes along with 
standard test leads are carried in 
the accessory compartment. 

E. N. No. 41 — 0. J. Morelock 


CHEMICAL CORROSION OF THERMOMETER STEMS, THERMOWELLS 
SEPARABLE SOCKETS, AND ASSOCIATED APPARATUS 


/CORROSION and related 
V agents of destruction account 
for one of industry’s largest losses 
and although great strides have 
been made by alloying, surface 
coating, and proper selection of 
metals, much still remains to be 
done. 

This article will concern itself in 
detail with a limited cross section of 
the field, i.e. : the problems of the 
manufacturer and user of ther- 
mometers, thermowells, separable 
sockets, and similar devices. The 
basic facts discussed, however, may 
be applied to similar problems 
wherein one must contend with like 
chemicals and metals. 

Corrosion, we know, damages or 
destroys metals by weakening or 
embrittling them, by making them 
porous and by reducing the weight 
and cross section, that is, by 
actually eating the metal away 
until mechanical failure results. 

In most industrial applications 
corrosion and its allies, erosion, agi- 
tation, turbulence, galvanic action, 
metal-ion cells, oxygen cells, and 
variances due to concentration and 
heat, present a complex problem 
making it nearly impossible to an- 
swer apparently simple questions 
concerning the proper metal or alloy 
for a given application. 

No simple formula or rule of 
thumb has been evolved nor is it 
expected that we may some day so 
simplify the matter: at the present 
time good judgment, based on past 
experiences of both kinds and 
coupled with intelligent use of pub- 
lished data, usually permits satis- 
factory use, at least in the less 
difficult applications. Some of the 
more difficult problems must still 
be solved by trial and error. 


Corrosion in the least compli- 
cated form takes place when a piece 
of metal is submerged in a corrosive 
liquid contained in a glass tank. 
See Figure 1. As an example, as- 
sume that the liquid is an acid and 
the metal a stainless steel. 



In simple corrosion, as shown in 
Figure 1, a part or all of the metal 
may dissolve and pass into the 
liquid in the form of ions. The rate 
of corrosion or loss is readily deter- 
minable and relative rates for var- 
ious metals and corrosive mediums 
are easily established. Our example, 
however, oversimplifies actual in- 
dustrial conditions to the point 
where the results are practically 
meaningless in the face of the actual 
results encountered. 

In practice, it is found that simple 
conditions never exist; invariably 
impurities are met in the liquid, 
non -homogeneity in the metal, 
temperature differentials, voltage 
differentials, agitation and flow. 
Scores of other conditions prevail 
and although sometimes beneficial 
in general the result is corrosion and 
destruction at a greater rate than 
the simple test would indicate. 

In view of the above and that 
which follows, it should become ap- 
parent as to why it is difficult or 
even impossible to answer such an 


apparently simple question as — “Is 
blank metal satisfactory for use in 
sulfuric acid?” The answer depends 
upon whether the temperature is 
low or high, a motionless or a tur- 
bulent liquid, aerated or not, con- 
centrated or dilute, pure or impure, 
under pressure or not, in a glass or 
a metal tank, if the metal is seamed 
or seamless, if polished or rough, if 
passivated or activated. Mix the 
above conditions in the variegated 
pattern met in industry and it is 
obvious that more details must be 
known about the application than 
merely the name of the acid and 
the metal. 



Figure 2— -Flow of current (and metal) info 
solution and away from socket. 


The subject is confusing because 
the phenomenon of corrosion is very 
complex and still only a scientific 
theory and because the conditions 
at the place of use are so complex 
and so often are not known ac- 
curately. 

Presently accepted theory re- 
garding the mechanics of corrosion 
is that it is entirely electrical and 
that a flow of current is always in- 
volved. In simple or static cor- 
rosion a difference of potential 
exists between the metal and the 
solution surrounding it. If the metal 
is not homogeneous (and no alloy is) 
or if impurities are present in the 
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metal, then small sections take on a 
potential difference within the small 
section and also with respect to 
adjacent larger sections. If the tank 
wall is made of metal instead of 
glass, then another potential will 
exist between the two metals. Thus 
electric currents, and metal, will be 
flowing in various directions and 
usually away from where the metal 
is most wanted, unless the condi- 
tions were and could be planned 
correctly in advance. See Figure 2. 
This shows small localized cells due 
to pits, non-homogeneities and im- 
purities normally present in un- 
polished commercial metals. Little 
need be done about these localized 
conditions other than to use the 
least affected metal or alloy (See 
Table No. 2 referred to in this 
article.) with the proper surface 
finish. Regarding the flow to the 
metal tank wall, this can often be 
reversed so that the metal tends to 
leave the tank wall sacrificiallv 
rather than the socket, or so that 
little or no potential difference 
exists, which condition would be 
nearly ideal. 

Table No. 1 lists certain metals 
and alloys with respect to their po- 
tential or electromotive force ac- 
tivity in relationship to each other. 


TABLE NO. 1 
Electromotive Force Series 

Zinc 

Aluminum 

Steel 

Cast Iron 

Chromium-Iron (active) 

Stainless Steel (active) 

Solder 

Lead 

Tin 

Nickel (active) 

Nickel-Chromium (active) 

Brass 

Copper 

Bronze 

Monel Metal 

Silver Brazing Alloy 

Nickel (passive) 

Nickel-Chromium (passive) 

Chromium-Iron (passive) 

Stainless Steel (passive) 

Silver 

Gold 

Platinum 


The farther apart any two metals 
are shown in the table, the greater 
the metal loss from the metal shown 
uppermost in the table. 

Table No. 1 and Figure 3 illus- 
trate the advantage of passivated 


The facts concerning corrosion 
may be summed up as follows: 

1 — Corrosion is electrochemical. 
It manifests itself in the destruction 
of metals in chemical solutions. 

2 — The electrochemical action 


Figure 3 — Loss of socket 
metal to "more noble" 
metals. Obviously the 
"passive" condition is 
to be preferred. 


ZINC 

ALUMINUM 
STEEL 
CAST IRON 

CHROMIUM-IRON (ACTIVE) 
STAINLESS STEEL (ACTIVE) 



SOLDER 

LEAD 

TIN 

NICKEL (ACTIVE) 

NICKEL-CHROMIUM (ACTIVE) 

BRASS 

COPPER 

BRONZE 

MONEL METAL 

SILVER BRAZING ALLOY 

NICKEL (PASSIVE) 

NICKEL-CHROMIUM (PASSIVE) 

CHROMIUM-IRON (PASSIVE) 

STAINLESS STEEL (PASSIVE) 

SILVER 

GOLD 

PLATINUM 


"PASSIVE" 
SOCKET OF 
STAINLESS 
STEEL 



stainless steel in reducing galvanic 
corrosion, and frequent reference 
to this data will tend to prevent 
totally illogical combinations of 
metals in corrosive mediums. 


consists of a transfer of metal into 
the solution in proportion to the 
discharge of positively charged ions 
in the solution. 

3 — Acids are particularly cor- 


TABLE NO. 2 


CORROSION RESISTANCE OF 

G = Good P — Poor 

CERTAIN 

VP = 

METALS 

Very Poor 


Corrosive Medium 

Stainless Steels 

Monel 

Bronze 

Bess. Steel 


No, 304 Type No, 





for (G) 




Acetaldehyde 

G 

G 

P 

P 

Acetic Acid — ■ 5 % 

G 

G 

P 

VP 

Acetic Acid — 25% 

G 

P 

P 

VP 

Acetic Acid, Glacial 

G 

P 

P 

VP 

Acetic Anhydride 

G 

P 

p 

VP 

Acetone 

G 

G 

G 

G 

Acetylene 

G 

G 

G 

G 

Agar Agar 

G 

G 


G 

Air, Liquid 

G 

G 

G 

G 

Albumen, Egg 

G 

G 

G 

G 


EDITOR’S NOTE: Copies of Table No. 2 containing the complete list of some 400 corrosive mediums may 
be obtained by a request directed to the Editor. 


Vegetable Juice 

G 

G 

G 


Vinegar 

G 

P 

P 


Viscose 

G 

G 



Water, Sea 

P 

G 

G 

P 

Wax, Chlorinated 

G 


G 


Wax, Paraffin . 

G 

G 

G 


Whiskey 

G 

G 

G 

VP 

Wines 

G 

G 

G 

VP 

Witch Hazel 

G 

1 

G 


Yeast 

G 

G 



Zinc Chloride ...... 

P 

G 

P 


Zinc Sulfate 

G 

G 

P 
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rosive due to the presence of excess 
hydrogen ions. 

4 — Dissolved air may accelerate or 
retard corrosion. Oxygen, whether 
due to an oxidizing agent or aera- 
tion, tends to form a surface on 
stainless steel which is more re- 
sistant to corrosion than the metal 
itself. 

5 — The velocity of the liquid due 
to flow, agitation, or turbulence has 
an effect. Increased velocity more 
quickly removes the corrosion prod- 
ucts and any protective film which 
would tend to form. 

6 — Local variations in tempera- 
ture, rough surface conditions, crev- 
ices and cracks, welding and similar 
conditions cause “concentration 
cells” with resulting accelerated 
local corrosion. 

7 — Corrosion rate is vitally af- 
fected by impurities, some of which 
act as accelerators and some as in- 
hibitors. Pure chemicals are seldom 
encountered, so varying results may 
be experienced in what are con- 
sidered to be like circumstances. 

8 — Galvanic action must be re- 
tarded when possible by proper 
selection of metals. 

9 — Stainless steels in particular 
must have smooth, passivated sur- 


faces to achieve optimum condi- 
tions. 

Accompanying this article are 
excerpts from Table No. 2 entitled 
“Corrosion of Certain Metals.” 
This table was compiled with the 
assistance of various research or- 
ganizations and corrosion engineer- 
ing divisions of large manufac- 
turers of steel, brass, nickel, etc. 
The table reflects their findings and 
suggestions as well as our own and 
combines practical experience over 
a period of many years with latest 
theory. 

The table is intended to show the 
approximate corrosion resisting rat- 
ings of several metals when exposed 
to various commonly met mixtures, 
gases, liquids, and solutions. 

The table and values expressed 
in it are based on tests and ex- 
periences and the sources of infor- 
mation are considered to be reliable. 

Many conditions may arise in 
actual use differing sufficiently from 
those contemplated that results 
may vary widely and in fact on oc- 
casion in certain instances material 
which would normally be con- 
sidered “good” and would be ex- 
pected to last for years might de- 
teriorate to the point of being un- 


usable in a few days or even in a 
matter of hours. 

Table 2 lists some of the more 
common metals used in the manu- 
facture of sockets and thermowells. 
There are obviously many other 
metals and alloys which in specific 
instances may be more suitable. 

Sockets and other parts some- 
times are not readily available in 
the unlisted metals due to the fact 
that the special metal is frequently 
difficult to machine or to obtain in 
small quantity and for various 
other reasons. In certain other in- 
stances the corrosive medium and 
the condition surrounding its use 
indicate the inadvisability of using 
any non-noble metal. Sometimes 
also, as in certain stripping and 
plating and deplating baths, large 
electrical currents are intentionally 
introduced, of a magnitude which 
tends to dissolve the stem or socket 
in a matter of minutes. 

In all such instances there are 
certain non-metal alternatives avail- 
able as protective sheathings or 
coatings, such things as glass tubes, 
plastic tubes, plastic paints and 
varnishes, “stop-off” lacquers and 
similar substances. 

E. N. — No. 42 — Anthony H. Lamb* 


WESTON REPRESENTATIVES 


Weston Representatives are well qualified as consultants on instrumentation problems and are listed below for the convenience 
of those readers who may desire information beyond that provided in articles appearing in Weston Engineering Notes. 


ALBANY 7 — Schiefer Electric Co., Inc., 

100 State St. — Albany 3-3628 
ATLANTA 3 — E. A. Thornwell, Inc., 

217 Whitehall St., S. W.— Walnut 3548 
BOSTON 16 — Cowperthwait & Brodhead. 

126 Newbury St. — Commonwealth 1825 
BUFFALO 3 — Schiefer Electric Co., Inc., 

527 Ellicott Square — Washington 8218 
CHARLOTTE 2, N. C. — Russell Ranson, 

116hi East Fourth St. — Charlotte 4-4244 
CHICAGO 6 — Weston Electrical Instrument Corp., 

205 W. Wacker Drive — Franklin 4656 
CINCINNATI 2 — Beedle Equipment Co., 

906 Peoples Bank Bldg. — CHerry 5743 
CLEVELAND 14 — Ambos-Jones Co., 

1085 The Arcade — MAin 4017 

DALLAS 9— T. C. Ruhling Co., 

P. O. Box 537, 5020 Bradford Drive — Lakeside 7344 

DENVER 2 — Peterson Company, 

1921 Blake St. — Alpine 0365 
DETROIT 2 — T. S. Cawthorne, 570 Maccabees Bldg., 

Woodward Ave. at Putnam — TEmple 1-0402 
JACKSONVILLE 2 — Ward Engineering Co., Inc., 

302 Hildebrandt Bldg. — Jacksonville 5-1384-5 
KNOXVILLE 9. TENN.—A. R. Hough, 

P. O. Box 1452, 15 Nokomis Circle — Knoxville 4-9635 
LITTLE ROCK, ARK. — Curtis H. Stout. 

1808 Beechwood Road — Little Rock 3-2958 
LOS ANGELES 27 — Edward S. Sievers, 

5171 Hollywood Blvd. — NOrmandy 2-1105 


MERIDEN, CONN.— John S. Isdale, 

144 Curtis St. — Meriden 4008 
MINNEAPOLIS 2 — Geeseka & Pinkney, 

552-553 Plymouth Bldg.^Main 3570 
NEWARK 5, N. J.— J. R. Hemion. 

614 Frelinghuysen Ave. — Bigelow 3-4700 
NEW ORLEANS 12— W. J. Keller. 304 Natchez Bldg., 

Natchez and Magazine Sts. — Magnolia 3603-4 
NEW YORK 7 — Weston Electrical Instrument Corp., 

Room 2076, 50 Church St. — COrtlandt 7-0507-8-9 
ORLANDO, FLA. — Ward Engineering Co., Inc., 

1217 West Central Ave., P. O. Box 2813 — Orlando 2-4295 
PHILADELPHIA 2 — Joralemon, Craig & Co., 

112 So. 16th St. — RIttenhouse 6-2291-2, 6-0354 

PHOENIX, ARIZ. — J. E. Redmond Supply Co., 

402 W. Madison St., P. O. Box 869— Phoenix 3-3383, 3-1396 

PITTSBURGH 22— Russell F. Clark Co., 

1404 Clark Bldg. — ATlantic 8089-8090 

ROCHESTER 7, N. Y. — Schiefer Electric Co., Inc., 

311 Alexander St. — Stone 0044 

SAN FRANCISCO II— Herman E. Held. 

420 Market St. — Garfield 1-6130 
SEATTLE 4 — Eicher & Company, 

263 Colman Bldg.^Eliot. 2722 

ST. LOUIS 1— C. B. Fall Co., 

Suite 1003, 317 N. 11th St.— CHestnut 2433-2434 

SYRACUSE 2 — Schiefer Electric Co., Inc., 

204 State Tower Bldg. — Syracuse 2-3894 


Printed in U.S.A. 


